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Electroretinogram flicker photometry and its applications
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The electroretinogram (ERG) has been a traditional tool for the measurement and the analysis of spectral
sensitivity. With the appropriate choices of stimulus and measurement conditions, the ERG permits a
noninvasive examination of photopigment complement and provides the means for studying the combination
of spectral signals at various locations throughout the retina. There are a number of practical problems
associated with making spectral measurements with the ERG. One approach to minimizing these problems
is to exploit the advantages of a flicker-photometric procedure. We summarize a method used to conduct ERG
flicker photometry and illustrate a range of problems to which this technique can be successfully applied. O

1996 Optical Society of America

1. INTRODUCTION

Over the long history of its employment, the electroretino-
gram (ERG) has provided one of the most commonly used
electrophysiological approaches to the measurement of
spectral sensitivity and its concomitants.’? But, as ev-
eryone who utilizes the ERG for this purpose learns, there
are a number of practical drawbacks. Among these, one
of the most serious is that any thorough spectral measure-
ments must be accomplished across an often-extended
recording session. During this period, for any of a myr-
iad of reasons (for example, shifts in the position of the
eye or the electrode or changes in the metabolic state
of the retina), the amplitude of the ERG component of
interest may change. If so, any spectral sensitivity mea-
surement dependent on a comparison of amplitudes or la-
tencies across the duration of the recording session, as
most are, may be seriously compromised. One common
solution to this problem is to test repetitively a single
spectral point and then allow the responses to that stimu-
lus to serve as a reference value to which the responses to
all other spectral stimuli can be subsequently normalized.
This is, at best, an inefficient solution to the problem, as
it requires many extra measurements. Spectral sensitiv-
ity measurements based on amplitude or latency criteria
also require that measurements be made at a number of
different intensity settings at each test wavelength to al-
low for the construction of response/intensity functions.
This too makes for an extended test session with its at-
tendant problems.

One possible means to alleviate these problems is to
employ an adaptation of a standard psychophysical tech-
nique, flicker photometry. In this case the intensity of
a flickering test stimulus is adjusted until it produces an
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ERG comparable with that produced by a similarly flick-
ering reference light. The principal advantage of mak-
ing spectral measurements in this fashion is that any
changes that occur in the ERG over a test session will
likely be equally reflected in the responses to both test
and reference lights, and so the changes should have mini-
mal influence on measured spectral sensitivity. Another
advantage is that only a single measurement need be
made at each test wavelength, thus minimizing the du-
ration of the test session. Approximately a decade ago
we were faced with the problem of having to make a large
number of accurate spectral measurements in monkeys,
and as a result we eventually adopted an ERG flicker-
photometric technique.? Although others have utilized
somewhat similar flicker-photometric procedures with the
ERG,*® we have perhaps accumulated more experience
with this approach to the ERG in a wider variety of
contexts than others. The purposes of this paper are to
summarize the details for carrying out ERG flicker pho-
tometry as it has evolved in our hands, to point out some
of the advantages of this technique, and to document some
of the purposes to which it has been and may profitably
be directed.

2. METHODS

A. Recording Techniques

ERG’s are differentially recorded. As noted above, ERG
flicker photometry is relatively immune to contaminating
influences from fluctuations in ERG amplitude that might
result from changes in electrode position or conductivity
over the course of a recording session or similar variations
from one session to the next. Consequently a variety
of different electrode configurations have been used with
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little differences in success. One virtue of the procedure,
then, is that choice of electrode can be dictated more
by matters of availability and convenience rather than
for any differences in recording quality. We have used
Burian—Allen bipolar contact lens electrodes, silver-ring
electrodes, and DTL fiber electrodes® with good results.

B. Stimuli

Most of the ERG flicker-photometric experiments have
used a three-channel Maxwellian optical system to pro-
duce stimuli.® Two of the beams in this system provide
the test and the reference lights, respectively. The third
channel can be used to provide a source of steady adapta-
tion. Lights from the three channels are superimposed
to illuminate a circular portion of the retina subtending
57 deg. High-speed electromagnetic shutters control the
presentation of the test and the reference lights. The
intensity of the test light is controlled by a circular
neutral-density wedge. The frequency of the stimulus,
the intensity of the reference light, and the retinal adap-
tation state may be varied depending on the goal of
the particular experiment. We illustrate the uses of
some of these variations below. Application of this pro-
cedure is not limited to this particular means for stimulus
generation. For example, ERG flicker photometry has
been used successfully with stimuli generated by a video
display.

C. Electroretinogram Signal Processing

We designed the signal-processing system to try to achieve
a single goal, namely, to extract a signal that can be used
to determine precisely the test-light intensity that will
produce a response that matches in amplitude the re-
sponse to a standard reference light. Thus the ideal
signal-processing system for ERG flicker photometry
would output a signal having the following character-
istics: (1) When the test and the reference lights are
identically effective, the processed ERG signal should
be a perfectly flat null. (2) The response should be very
sensitive to small changes in the intensity of the test light
relative to the reference light. This feature is especially
desirable in the vicinity of the null point. (3) The signal
that results when the test light is more effective than the
reference light should be the exact inverse of the signal
that results when the reference light is more effective.
Thus the sign of the response will indicate the direction
of intensity change (i.e., increment or decrement) required
for production of a null. The signal-processing scheme
illustrated in Fig. 1 was developed to have, as nearly as
possible, these characteristics.

The development of this processing scheme reflects a
considerable amount of trial and error. For example,
the top two rows of Fig. 1 illustrates that both the test
and the reference lights are modulated with a 25% duty
cycle. Thus, in the combined stimulus, the test and the
reference light presentations are separated by a dark
interval. This is different from traditional flicker pho-
tometry, in which the test and the reference lights are
exactly substituted, with no intervening dark interval.
In early explorations we found that the introduction of
the dark interval, when combined with the subsequent
processing steps outlined here, often resulted in much
larger amplitude changes for small intensity changes
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near the null point and that this greatly enhanced the
sensitivity of the technique. The reasons for the ef-
fect have not been systematically studied. However, as
we illustrate below, the use of this particular stimu-
lus sequencing is not a necessary condition for the suc-
cessful use of the procedure; indeed, the stimuli for
ERG flicker photometry can be made identical to those
for behavioral flicker photometry, i.e., having a 50% duty
cycle. Other steps in the processing sequence were simi-
larly chosen because of perceived improvements in perfor-
mance. These optimizations were done primarily in the
context of recording from a variety of diurnal mammals
(principally human and nonhuman primates and ground
squirrels).

The ERG is first differentially amplified in two stages.
The first amplifier is positioned near the recording elec-
trode, and the second is within the signal-processing sys-
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Fig. 1. Signal processing for ERG flicker photometry is schema-
tized for two conditions. In the left-hand column the test light
is less effective in producing an ERG signal than is the reference
light; in the right-hand column the reverse holds. The time
courses and the relative intensities of the test and the reference
lights are illustrated individually and are then superimposed (as
they are in the actual stimulus; rows 1-3). The next four rows
illustrate the sequence of steps in signal processing. The signal
is first passed through a narrow-bandpass filter. The signal is
then chopped, and the output is inverted during each on-period
of the test light and its subsequent off-period. The output is
again filtered through a second narrow-bandpass filter. This
filter is set to pass a frequency exactly twice that of the first filter.
The waveforms illustrated correspond to the sine waves that are
passed at the center frequency of each bandpass filter. The
final processing stage averages over a period that corresponds
to one cycle at the center frequency of the second filter. The
final outputs for the two conditions are 180 deg out of phase. As
indicated, the phase and the amplitude of the output are used to
direct further changes in the test-light intensity.
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tem. The signal-processing system is currently imple-
mented as a custom-made, single plug-in board in an
IBM-compatible personal computer. The amplified sig-
nal is processed through the four stages that are illus-
trated as rows 4-7 in Fig. 1. First, the signal is passed
through an active narrow-bandpass filter (the half-voltage
bandpass of this filter is 0.2 times the center frequency).
The filter has a center frequency set equal to the individ-
ual modulation frequencies of the test and the reference
lights. We note that if the output of this filter is directly
averaged without further processing, the result is a sys-
tem that performs reasonably well as a flicker photome-
ter. However, the addition of the next two states (Fig. 1)
appears to improve performance by giving better noise re-
jection, flatter nulls, and responses on each side of the
null that are more antiphasic.

In the third stage (Fig 1, row 5) the signal is chopped,
and the output during the test light and its dark after-
period are inverted relative to that during the reference
light presentation and its dark afterperiod. The signal
is then filtered with a second active, narrow-bandpass fil-
ter. The bandpass of the second filter is the same as that
of the first, but its center frequency is set to be exactly
twice the center frequency of the first filter. The final
output is averaged over an interval equal to the period
of the sine wave passed by the second filter. To ensure
that any transients in the response that occur at the on-
set of the stimulus pulses will not be included in the av-
erage, the initiation of signal averaging is delayed by a
preset number of stimulus cycles (typically a minimum of
10). The phase of the final sine wave can be adjusted for
each experiment. One can accomplish this by adjusting
the phase of the stimulus relative to that of the chopping
and averaging. The resulting ERG is an extremely noise-
free, single-cycle, sinusoidal waveform. The sine wave
reverses phase when the relative intensities of the test
and the reference lights reverse. With iterative adjust-
ment of the test light intensity, a null of minimum sig-
nal and intermediate phase can be found. This is taken
as the point where test and reference lights are equally
effective.

3. RESULTS AND DISCUSSION

A. Sensitivity

As in the analogous behavioral paradigm, the goal of ERG
flicker photometry is to adjust test and reference lights to
be equally effective. In this case the equation is com-
pleted when the intensity of the test light has been set
such that the test and the reference lights produce equiva-
lent ERG signals. Inasmuch as the intensity of the test
light is continuously adjustable, these equations can typi-
cally be set with considerable precision. Based on our
early experience with this procedure it was suggested
that deviations from equation values in the amounts of
0.02-0.04 log unit could rather reliably be discerned.?
On the basis of much more extensive experience, those
values now seem to provide a rather good indication of the
sensitivity of this technique. That point is illustrated in
Fig. 2, which shows the average amplitudes of the ERG
signal recorded in one experiment for a number of wedge-
density settings in the vicinity of the photometric equa-
tion. We recorded the mean amplitudes at eight steps
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(taken at intervals of 0.05 log unit) that bracketed the
equation value. Those shown by filled symbols to the left
in the figure are for cases in which the test light was more
effective than the reference light, whereas those indicated
by open symbols to the right indicate the reverse. Sub-
sequently, five photometric equation settings were also
made. These equations settings were made blindly (i.e.,
without looking at the wedge values) from starting po-
sitions on the test beam wedge that were randomly de-
termined. The total range of these five is given by the
spacing between the two vertical lines at the center of the
figure. Note that the changes in the wedge setting re-
quired for producing an ERG having an average ampli-
tude of only ~ 0.5 uV (produced by an offset from the
equation value amounting to ~0.03 log unit) are well out-
side the total range of the photometric settings. Natu-
rally the sensitivity of the procedure varies somewhat
from experiment to experiment, but it has proved suffi-
ciently consistent that, if on two repetitions the derived
equation values differ by 0.05 log unit or more, that equa-
tion is repeated a third time under the assumption that
the variability for the first two settings is atypical for ERG
flicker photometry. On occasion we made ERG flicker-
photometric measurements on human subjects who were
then asked to set traditional flicker-photometric equa-
tions for the exact same set of stimuli (50% duty cycle
in each case). The consistent result of these side-by-side
comparisons is that the variability of the equations made
with ERG flicker photometry are considerably smaller
(perhaps only approximately one third as large) than the
variability characteristic of settings made with behavioral
flicker photometry.

A second advantage provided by the flicker-photometric
ERG technique associated with its high sensitivity and
the use of stringent signal filtering is that it allows one to
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Fig. 2. Demonstration of the sensitivity of ERG flicker photome-
try. ERG amplitudes were measured for a number of wedge
density settings in the vicinity of the position required for an
equation to be attained. The latter is indicated by the two
vertical lines at the bottom (see text). Each plotted value rep-
resents the mean obtained for 10 separate averages (error bars
are *1 standard deviation). The filled symbols at the left are
for cases in which the test light was relatively too bright; open
symbols to the right are for settings at which the test light
was relatively too dim. The recordings were those of cone
signals from the eye of a Siberian hamster (Phodopus sungorus).
Stimulus: 500 nm, 12.5 Hz.
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work quite effectively under conditions that tend to yield
small ERG signals. A number of species on which we
have employed this technique have restricted populations
of cones in their retinas, yet it has proved rather easy to
record their signals reliably. For example, only ~0.1%
of all the receptors in the rat retina contain UV-sensitive
photopigment.’® Despite this restricted representation,
the signals that these receptors generate have proved
to be more than sufficient to permit an examination of
spectral sensitivity in the UV wavelengths.!!

B. Reliability

Spectral sensitivity measurements made with ERG flicker
photometry also turn out to have quite high reliability.
On a number of occasions, repeated measurements were
made on the same subjects over an extended period of
time. An example is illustrated in Fig. 3, which sum-
marizes spectral sensitivity data obtained from a human
protanope in two separate test sessions. In this case
the test dates were separated by 49 months. At the top
of the figure is the average spectral sensitivity function
obtained from the two determinations. Shown at the
bottom are the wavelength-by-wavelength differences in
the photometric equations from the two separate experi-
ments. As can be seen , these differences are quite small
(the mean difference in the two tests was 0.031 log unit)
and unsystematic across wavelengths. A similar indi-
cation that the technique yields highly reliable results
comes from an experiment involving measurement of
spectral sensitivity in rats. In this case repeated mea-
surements were made of a scotopic spectral sensitivity
function. Each such measurement resulted in a best-fit
spectral sensitivity function. The average total range
of the peak sensitivity (Amax) values for 10 separate de-
terminations in 8 animals made over the duration of a
6-month experiment was 4.3 nm (standard deviation,
1.04). Clearly, ERG flicker photometry can provide very
highly reliable measurements.

Experience suggests that ERG flicker photometry pro-
vides a technique of considerable versatility. Below we
illustrate a variety of problems to which its application
has proved useful. Many of these involve the examina-
tion of fundamental problems of spectral sensitivity and
color vision.

C. Estimates of Middle- and Long-Wavelength
Photopigment Spectra

As is the case for its psychophysical ancestor, ERG flicker
photometry provides a standard method for assessing
spectral sensitivity. In general, access to cone signals
is achieved by use of higher flicker rates and brighter
lights. Spectral sensitivity has been measured with this
technique from a wide variety of different types of eye
with many different end points in mind. The exact condi-
tions required for effectively isolating cone signals depend
on the species under study. For human subjects studied
under conditions of light adaptation, stimulus frequencies
of 20—25 Hz or higher are sufficient.!? A frequent goal
has been to assess the photopigment complement of the
eye. In many cases it has proved possible to compare the
ERG measurements with those obtained from other tech-
niques and thus to establish the validity of the procedure.
For instance, many New World monkeys show significant
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cone-pigment polymorphisms with four different classes of
cone pigment represented in varying combinations among
the individuals of a species, thus yielding both dichro-
matic and trichromatic phenotypes.'® The spectra for
these pigments have been inferred from spectral sensi-
tivity measurements made with ERG flicker photome-
try in dichromatic animals.'* Figure 4 shows the mean
spectral sensitivity data obtained from 17 dichromatic
monkeys, all of whom have the same long-wavelength-
sensitive (L) cone pigment. The best-fit curve drawn
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Fig. 3. ERG spectral sensitivity function recorded from a
human protanope. The filled circles are mean values obtained
from two test sessions that were separated by a period of
~4 years. The absolute difference in sensitivity for the two
sessions at each test wavelength is plotted by the filled diamonds.
The continuous curve is an absorption spectrum for a standard
photopigment having a peak value of 530 nm. Stimulus:
31.25 Hz.
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Fig. 4. Comparison of spectral sensitivity assessed with ERG
flicker photometry and photopigment spectra. The filled cir-
cles are the mean sensitivity values for 17 dichromatic squirrel
monkeys (Saimiri sciureus), each of which had the same type of
L/M cone photopigment. Before the data were combined, the
spectral sensitivity function for each animal was adjusted on the
sensitivity axis so that each had the same average sensitivity.
The vertical bars enclose =2 standard deviations. The contin-
uous curve is that for the best-fitting visual pigment absorption
curve (AMax = 560 nm). Stimulus: 31.25 Hz.
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through the data points represents the absorption spec-
trum for a standard photopigment.!® Here, as in other
cases in which the recording is arranged to reflect the
operation of a single spectral mechanism, the spectral
sensitivity data are well accounted for by the assumption
that they index directly the contribution of a single type
of cone.

Direct photopigment measurements have been made
with microspectrophotometry on the same animals, and
thus it is possible to assess the validity of the ERG
measurements.'®-18  The Ayax values obtained with the
two approaches agree well, e.g., the L-cone photopig-
ment of the squirrel monkey has a mean Ayax value of
563 nm from direct microspectrophotometry measure-
ments, whereas the comparable value for ERG mea-
surements (Fig. 4) is 560.6 (standard deviation, 1.5) nm.
These values are not significantly different, and thus it is
possible rather accurately to infer photopigment comple-
ments from ERG measurements. This is a substantial
advantage because it allows such information to be non-
invasively gathered from large numbers of subjects when
those goals are desirable.!®

How good is ERG flicker photometry as a technique
for making subtle discriminations between individuals
with differing spectral sensitivities? One example that
speaks to this point comes from measurements of the pig-
ment spectra in human deuteranopes. It has been es-
tablished that two polymorphic versions of the L-cone
opsin gene can yield two spectrally discrete versions of the
L-cone pigment.?%?! ERG spectra were obtained from
four deuteranopic subjects later discovered to possess al-
ternative forms of the L-cone opsin gene.?? These spec-
tra are shown in Fig. 5. Note that the spectra obtained
from the two types are clearly discriminated in these mea-
surements with an associated Ayax shift of ~5 nm. This
suggests that ERG flicker photometry is quite efficient as
a means of accurately and rapidly assessing small differ-
ences in photopigment complement.

D. Assessment of Short-Wavelength-

Sensitive Cone Spectra

Signals from short-wavelength-sensitive (S) cones are
more difficult to detect in gross-potential recordings than
signals originating from other cone classes.??* Flicker
photometry provides a means of doing so, and earlier we
showed that S-cone contributions can easily be discerned
in recordings made from both nonhuman, e.g., Ref. 25,
and human?® eyes. The procedure in each case involves
an optimization of the stimulus conditions for record-
ing S-cone signals. This includes the use of concurrent
chromatic adaptation to suppress sensitivity of middle-
wavelength-sensitive- (M-) and L-cone signals and the use
of a short-wavelength reference light in conjunction with
a slower pulse frequency. All these features maximize
S-cone contribution. Figure 6 illustrates the results from
such an experiment. In this case we recorded spec-
tral sensitivity from a human deuteranope by using a
12.5-Hz stimulus and concurrent, intense yellow adapta-
tion. Under these conditions a substantial contribution
from the S cone is revealed. The continuous curve in
Fig. 6 represents the summative contributions to the ERG
signal from the two cone types of the deuteranope. In
a number of cases the spectral sensitivities of the S-cone
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spectra thus recorded correspond reasonably to spectral
measurements obtained from more direct recordings, for
example, from microspectrophotometry or single photore-
ceptor electrophysiology. Changes in the responses from
S cones are a frequent concomitant of diseases affecting
the human retina.?’-3° ERG flicker photometry provides
a convenient means to index both S-cone presence and
relative contribution.

E. Assessment of Rod Spectra

Under many of the standard recording paradigms sig-
nals from rods dominate the ERG.! Indeed, one moti-
vation for perfecting ERG flicker photometry was to have
a technique that would make it easily possible to record

cone signals and avoid rod contributions. Nevertheless,
there are many occasions in which access to rod signals is
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Fig. 5. Spectral sensitivity curves obtained with ERG flicker
photometry from four deuteranopic subjects (the open triangles
and the filled circles represent sensitivity of individual subjects).
The L-cone pigments for the pair whose data are shifted slightly
to the longer wavelengths differ from those of the other pair
by an amino acid substitution at position 180 in their L-cone
opsins. The continuous curves are photopigment absorption
spectra having respective peaks of 558 and 563 nm.
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Fig. 6. S-cone signals recorded by ERG flicker photometry.
The filled symbols show spectral sensitivity measured from
a human deuteranope. The conditions were arranged to
maximize the contribution of S-cone signals to the ERG
(see text for description). The continuous curve is that
for the best-fitting summative combination of two different
photopigment absorption curves (Ayax values of 430 and
558 nm, respectively). Stimulus: 12.5 Hz.
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necessary. This is easily accomplished with ERG flicker
photometry. To do so, the stimulus rate is greatly re-
duced (e.g., to 2—4 Hz), the reference light is made much
dimmer, and recording is carried out under conditions of
dark adaptation. The several advantages of ERG flicker
photometry remain intact under these test conditions.
One of the principal advantages of flicker photometry
noted above is that spectra may be recorded much more
rapidly than with traditional techniques. This feature is
particularly attractive in studies of rod signals by diur-
nal investigators who often find it unappealing to spend
long periods of time in the dark. We have successfully
recorded rod spectra from various primates, carnivores,
ungulates, and rodents; see, e.g., Ref. 31. In many cases
it has been possible to validate the results by compar-
ing the ERG spectra with other measurements of rod
pigments.

F. Signals from Multiple Cone Classes

and Their Analysis

The cases above involve measurements made from dichro-
matic eyes for which one can constrain the ERG spectral
measurements by adjusting conditions of chromatic adap-
tation and flicker rate to reflect principally the operation
of only a single class of cone. Of course, in many cases
of interest (e.g., most human eyes) there may be consider-
able spectral overlap among the photopigments present.
In fact, it is frequently important to determine whether
that is the case. ERG flicker photometry provides a tool
for making such an assessment. One way to do this is
to adapt a standard test for photopigment univariance.
For example, to discriminate between dichromatic and
trichromatic primates (human or nonhuman) we made an
ERG flicker-photometric equation between a middle- and
a long-wavelength light. The equations were made un-
der conditions of achromatic adaptation and then, alter-
natively, as the eye was concurrently adapted to either a
middle or a long-wavelength light. A consistent change
in the equation value obtained under the two conditions
of chromatic adaptation indicates a failure of univariance
and the presence of more than one class of photopig-
ment over the wavelengths spanned by the equation com-
ponents. This procedure has been routinely employed
to discriminate dichromats from trichromats. Further,
the magnitude of the shift in the equation is correlated
with the spectral separation of the underlying pigments.
For instance, trichromatic squirrel monkeys whose L and
M pigments are spectrally separated by ~ 25 nm show
consistently larger adaptation effects than do those whose
pigments are peak separated by an amount of half that
size.”® And in tests of human dichromats and trichro-
mats the results from such an ERG test have consistently
corresponded to conclusions drawn from traditional psy-
chophysical measurements (plate tests, color matching,
etc.).2 As a diagnostic tool for sorting among the vari-
ous varieties of trichromacy and dichromacy, ERG flicker
photometry has proved very accurate.

The spectral sensitivity functions obtained from trichro-
mats traditionally have provided opportunities both for
drawing inferences about spectral mechanisms and for
understanding their interactions. Here we illustrate two
ways in which spectra obtained with ERG flicker pho-
tometry have contributed to these goals.
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Measurements made with classical flicker photometry
reveal large individual differences in spectral sensitivity
among people with normal color vision.?33* These dif-
ferences in spectral sensitivity have often been argued
to reflect individual differences in the ratio of M- to
L-cone populations in the human retina.?® One specific
hypothesis is that these differences in spectral sensi-
tivity might be related to the highly variable ratios of
M- and L-cone pigment opsin genes now know to char-
acterize normal human trichromats.3® To test this idea
we recently measured ERG flicker-photometric spectral
sensitivity functions for 10 young male subjects having
normal color vision. The ERG spectral sensitivity curve
of each subject could be accounted for by a theoretical
curve derived by adding together the spectral sensitivities
of individual M and L cones. The spectra of the M and
L cones for each subject were inferred from an examina-
tion of the sequences of their M- and L-cone opsin genes.
We used an iterative computer program to vary the rela-
tive weighting of these pigment sensitivities to find the
linear sum of the two that best fit each of the spectral sen-
sitivity curves. Across the 10 subjects the scaled weights
of the cone spectra that best fit the spectral sensitivities
varied in M to L ratio over the range from 1.6:1 to 1:7.3
(average ratio, 1:1.8). This average M:L ratio is similar
to previous estimates; the range of variation accords with
some, but not all, of the earlier studies.?® The ratios of
M- to L-photopigment genes had been previously deter-
mined for the same subjects,?® and we found that higher
proportions of M-pigment genes were significantly corre-
lated (Spearman r = 0.80; P = 0.007) with larger M-cone
contributions to spectral sensitivity. These results sug-
gest that the ratio of M- to L-pigment genes plays a major
role in controlling the ratio of the respective cone popu-
lations. Experiments like these require precise and reli-
able spectral measurements from substantial samples of
naive subjects. One of the strengths of ERG flicker pho-
tometry is that it requires no subject training and thus
makes a much more efficient experiment involving large
samples of naive subjects.

The stimulus conditions employed for recording the
ERG in the example just described tap signals that ap-
parently contain purely summative combinations of sig-
nals originating from M and L cones. However, there is
also abundant evidence to show that under certain test
conditions various aspects of ERG signals can be best
explained as indexing other than summative combina-
tions of cone signals.”?"-39 These combinations have fre-
quently been modeled as representing a reflection of L/M
cone opponency. Such features of the ERG are of inter-
est because they provide an indication of the early stages
of color processing, one that is obtainable through non-
invasive recording. By appropriate choice of stimulus
parameters, evidence for nonsummative combinations of
L- and M-cone signals can easily be seen with ERG flicker
photometry.*® One such parameter is the duty cycle of
the stimulus. Figure 7 shows two ERG spectral sensitiv-
ity functions obtained in a single session from a normal
human trichromat. In both cases the stimulus rate was
20 Hz, but in one instance (filled triangles) a 25% duty
cycle was employed, whereas in the other a 50% duty
cycle was used (filled circles). The spectrum obtained
with the shorter duty cycle is reasonably accounted for



Jacobs et al.

20
18
16
14 p
12
10
08 |
06

Log Relative Sensitivity

04 |-

02

450 500 550 600 650

Wavelength (nm)

Fig. 7. Effects of duty cycle on spectral sensitivity measured
with ERG flicker photometry. Two spectral sensitivity func-
tions were recorded for a normal human trichromat under identi-
cal stimulus conditions (20-Hz pulse rate) except for the stimulus
duty cycle, which was either 25% (triangles) or 50% (circles).
The curve for the 25% duty-cycle condition was best fitted with
a summative combination of L- and M-cone fundamentals (Ayax
of 561 and 530 nm, respectively). The curve obtained with the
50% duty cycle is well fitted by summation for test wavelengths
shorter than ~ 600 nm; beyond that point the function is well
accounted for by subtractive combination (dashed curve) of the
same two cone fundamentals.

by a weighted summation of signals from mechanisms
having the spectral sensitivity of M and L cones. With
the longer duty cycle, however, this procedure does not
work. Rather, one can better account for spectral sensi-
tivity recorded under these conditions by assuming that
the ERG indexes both summative and subtractive com-
binations of the L- and M-cone signals. The continuous
best-fit line drawn through the spectral sensitivity points
reflects that fact. ERG flicker photometry thus provides
a tool that may be used to examine interactions that occur
between spectral mechanisms in the outer retina.

G. Extensions of the Electroretinogram
Flicker-Photometric Technique

All the examples of the uses of ERG flicker photome-
try to this point involve stimuli traditionally employed
to examine spectral mechanisms with the ERG. This
technique, however, has considerable potential for use in
other situations. Brief mention of a few examples fol-
lows. In one case ERG flicker photometry was used to
see whether a striking regional anisotropy of different
cone classes in the retina of the mouse that had been
established anatomically could be shown to have func-
tional consequences.*! To accomplish this, ERG’s were
recorded in response to regional stimulation of the retina.
In each region a flicker-photometric equation was made
between two spectral stimuli that were selected to be, re-
spectively, maximally effective for the two cone classes
found in the mouse retina. These regional equations
were compared with similar equations made with diffuse
retinal illumination. From this set of equations, indica-
tion of the variation in contribution from the two classes
of cone for various retinal regions was derived. The re-
gional ERG variation showed good qualitative agreement
with a map derived from direct cone counts. This result
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suggests that ERG flicker photometry might be usefully
employed in cases in which it is important to sample re-
gional activity from the retina.

ERG flicker photometry has been used in other situ-
ations involving other less-traditional ERG stimuli.
For instance, it has proved possible to use the flicker-
photometric paradigm in record ERG’s by use of cone-
isolating stimuli.*> A color monitor is used to generate
such stimuli. A number of different problems may be
addressed. For example, the effectiveness of L-cone-
isolating stimuli may be balanced against those M- or
S-cone-isolating stimuli, against the effectiveness of pure-
luminance modulation, or against any combinations of
these. This should allow one to examine directly the de-
tails of interactions among cone signals in the ERG and
the influence of a variety of important stimulus parame-
ters, e.g., pulse frequency and adaptation state. We have
also verified that the pattern electroretinogram may be
examined in the same fashion. In each case, the advan-
tages of flicker photometry can be exploited to increase
sensitivity and reliability and to decrease the time re-
quired for a useful data set to be produced.

4. SUMMARY

ERG flicker photometry is a direct adaptation to the
recording situation of a standard psychophysical tech-
nique. For many purposes in which a gross retinal
potential can be exploited to provide useful information,
particularly those that require measurements of spectral
sensitivity, this technique seems superior to traditional
ERG approaches that require measurements of ERG am-
plitudes or latencies. In more than a decade of using this
technique we have encountered few situations in which
ERG flicker photometry cannot be profitably applied. It
seems likely to us that the potential range of application
of ERG flicker photometry is considerably broader than
its present use.
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